acini 

Hi 


APR  4 1979 


Technical  Report  370 

GANN  MEDI-PAC  UNIT:  NSAP 

PROJECT  TH-1-78 

RW  Kataoka 
15  January  1979 

Test  and  Evaluation  Report:  January  - September  1978 

Prepared  for 
Naval  Surface  Weapons  Center 


APPROVED  FOR  PUBLIC  RELEASE;  DISTRIBUTION  UNLIMITED 


NAVAL  OCEAN  SYSTEMS  CENTER 
SAN  DIEGO,  CALIFORNIA  92152 

J(9  U4  (JS  004 


. '♦*■ 


NOSC  TR  370 


L*J 


NAVAL  OCEAN  SYSTEMS  CENTER.  SAN  DIEGO.  CA  92152 


AN  ACTIVITY  OF  THE  NAVAL  MATERIAL  COMMAND 

RR  GAVAZZl , CAPT,  USN  HL  BLOOD 


Commander 


Technical  Director 


ADMINISTRATIVE  INFORMATION 

The  work  described  in  this  report  was  performed  under  project 
number  FN09  for  the  Naval  Surface  Weapons  Center.  Work  was  done 
from  3 January  through  30  September  1978. 

Points  of  contact  for  this  project  (NSAP  TH-1-78)  are  as  follows: 

Title  Name  Organization/Code  Phone  Number 


NSAP  Science 
Advisor 


Dr.  G.  Layman 
G.  E.  Ereckson 


NSAP  Laboratory  J.  Beauchane 
Coordinator 


Third  Fleet 
Honolulu,  HI  96860 

NOSC,  Code  18 


Program  Manager  Dr.  W.  T.  Rasmussen  NOSC,  Code  8233 


Project  Engineer  R.  W.  Kataoka 


NOSC,  Code  8233 


AV  472-8753 

714  225-2327 
AV  933-2327 

714  225-6471/6542 
AV  933-6471/6542 

714  225-6542/6471 
AV  933-6542/6471 


Released  by 
J.  Silva,  Head 

Man-System  Interaction  Division 


Under  authority  of 
J.H.  Maynard,  Head 
Command  Control  - Electronic 
Warfare  Systems  and 
Technology  Department 


ACKNOWLEDGEMENTS 


The  following  personnel  and  organizations  contributed  time  and 
effort  in  providing  information,  guidance,  and  assistance  during  the  test 
and  evaluation  of  the  Gann  Medi-Pac  Unit;  their  participation  was  greatly 
appreciated.  A special  word  of  gratitude  is  given  to  the  medical  departments 
and  evaluating  corpsmen  of  the  participating  ships  for  their  comprehensive 
evaluation  of  the  Gann  Unit. 


USS  ENTERPRISE 


USS  NEW  ORLEANS 


USS  LONG  BEACH 


USS  TRUXTUN 


USS  PYRO 


CAPT.  Austin,  CO 
CDR  L.  E.  Williams,  MC,  Head, 
Medical  Dept. 

HM1  Murphy 
HM1  Pendergrass 
HM1  McBride 
HM3  Pierson 

CAPT  E.  M.  Moore,  Jr.,  CO 
LT  D.  C.  Lamed,  MC,  Head, 
Medical  Dept. 

HMCS  R.  K.  Willis 
HM 1 J.  J.  Schmitz 
HM2  J.  M.  Pettit 
HM3  J.  M.  Swasey 


CAPT  H.  C.  Schader,  CO 
LT  D.  Trumbull,  MC, 
Head,  Medical  Dept. 
HM2  J.  W.  Cloyd 
HM2  D.  Legendre 
HM3  D.  B.  Atkins 
HM3  R.  P.  Cunanan 


CAPT  B.  F.  Tally,  CO 
LT  H.  W.  Brooks,  MC,  Head, 
Medical  Dept. 

HMC  R.  O.  Sitzler 
HM1  M.  H.  Walcinyan 
HM3  R.  S.  Godey 
HM3  R.  K.  Singleton 

CDR  Bessey,  CO 
HM1  A.  V.  Trevino,  Head, 
Medical  Dept. 

HM2  P.  Henderson 
HM3  S.  Doyle 
HM  Striker  M.  Tobias 


iii 


USS  MARS 


USS  ROANOKE 


USS  PLUNGER 
USS  BRONSTEIN 
USS  HULL 


USS  JOHN  PAUL  JONES 


SEARCH  AND  RESCUE, 
MCAS,  Beaufort,  SC 

David  Taylor  Naval 
Ship  Research  and 
Development  Center, 
Annapolis,  MD 

NSAP  THIRD  FLEET 
Science  Advisor 

NOSC  NSAP 
Coordinator 


CAPT  S.  Ralph,  CO 
LT  D.  C.  Barton,  MC, 
Head,  Medical  Dept. 
HM1  Smith 
HM3  Santos 
HM3  Miller 
HM3  Richmond 

CAPT  P.  Asmus,  CO 
LT  C.  G.  Freeman,  MC 
HM2  G.  M.  Williams 

CDR  D.  R.  Oliver,  III,  CO 
HMC  P.  J.  Ivory 

LCDR  L.  Seaquist,  CO 
HM1  J.  Wehunt 

CDR  G.  Flanagan,  CO 
HM1  M.  C.  Hayes 
HN  M.  J.  Jennings 

CDR  Clark,  CO 
HMC  Taylor 
HM3  R.  W.  Walker 

CAPT  P.  Fay,  USMC 
HM3  K.  E.  Fuller 

Pat  Rubilotta 


G.E.  Ereckson 
Dr.  G.  Layman 

J.  Beauchane 


iv 


’^CLASSIFIED 


r7 


SECUftITY  CLASSIFICATION  OF  THIS  PAGE  (When  Dote  Entered) 


| REPORT  DOCUMENTATION  PAGE 

READ  INSTRUCTIONS 

BEFORE  COMPLETING  FORM 

^nos cfn#vT~I  ^ 

2.  GOVT  ACCESSION  NO. 

7^-3r 

J.  RECIPIENT’S  CAT ALOG-UUWBER 

4.  TITLE  (end  Subtitle)  _ f 

J}ANN  MEDi-PAC  UNIT:  NSAP  PROJECT  TH-1-78 

' I Test  and  evaluatiorirJantsasy  —7 

1 SepflHhV  »78->  / 

T fcUTHflBfD 

R.  W.jKataoks 

0.  CONTRACT  OR  GRANT  NUMBERS 

t.  PERFORMING  ONOANIZATION  NAMC  AND  ADONCSS 

Naval  Ocean  Systems  Center 

San  Diego,  CA  92152 

10.  PROGRAM  ELEMENT.  PROJECT,  TASK 
AREA  * WORK  UNIT  NUMBERS 

FN09 

..  — — . . . - - . . 

II.  CONTROLLING  OFFICE  NAME  ANO  ADONCSS 

Naval  Surface  Weapons  Center 

(3 

1»  lUOH  nexa - 

15  Janu«r  >*79  / ^ 

Silver  Springs,  MD 

nr  numJir  fl?  pases 

58 

M.  MONITORING  AGENCY  NAMC  A AOORESSflld Ulema]  fnm  Controlling  Olll co) 

IS.  SECURITY  CLASS,  (ol  thle  report) 

UNCLASSIFIED 

iSa.  DECLASSIFICATION/ DOWNGRADING 
SCHEDULE 

1 10.  DISTRIBUTION  STATEMENT  (oi  thl o Report) 

Approved  for  public  release;  distribution  unlimited. 

17.  DISTRIBUTION  STATEMENT  (ol  tho  obetroct  ontorod  In  Block  30,  II  dltloront  from  Report) 

10.  SUPPLEMENTARY  NOTES 

IS.  KEY  BOROS  (Continue  on  rororoo  tide  II  nocooomy  end  Identity  by  block  number) 

1 20.  ABSTRACT  (Confirm*  on  rororoo  oldo  It  nocooooty  ond  Identify  by  block  number) 

This  report  is  a summary  of  the  operational  effectiveness  and  operational  suitability  of  the  Gann  Medi-Pac 

Unit;  data  were  collected  from  1 1 ships  and  one  search  and  rescue  (SAR)  unit  during  a 3 -month  test  period  from 

May  to  September  1978.  The  Unit’s  operational  effectiveness  was  evaluated  as  a life  preserver  and  as  a medical 
kit  in  all  situations  pertinent  to  ship  type.  Its  operational  suitability  was  evaluated  in  the  following  categories: 
availability,  maintainability,  reliability,  supportability,  compatibility,  human  engineering,  technical  documentation, 
personnel  training,  durability,  and  safety^ 

DD  , 


FORM 
JAN  71 


1473 


COITION  OF  I NOV  ••  It  OBSOLETE 
S/N  010J-LF-014-4601 


UNCLASSIFIF.n 


tCCUNITV  CLASSIFICATION  OF  THIS  PAOE  (Whtx  Dote 

'Ct 


V u 0 4 


&g>  U04  393  9^/ 


<3 


SUMMARY 


PROBLEM 

Assess  the  potential  operational  effectiveness  and  operational  suitability  of  the  Gann- 
Medi-Pac  Unit  for  various  classes  of  ships  and  its  readiness  for  full-scale  development. 


APPROACH 

The  Gann  Unit’s  operational  effectiveness  was  evaluated  as  a life  preserver  and  as  a 
medical  kit  in  all  situations  pertinent  to  ship  types. 

It  was  evaluated  in  terms  of  its  operational  suitability  in  the  following  areas: 
availability,  maintainability,  reliability,  supportability,  compatibility,  human  engineering, 
technical  documentation,  personnel  training,  durability,  and  safety. 


RECOMMENDATIONS 

1 . It  is  strongly  recommended  that  the  Gann  Medi-Pac  Unit  be  used  during  flight-deck 
operations  by  corpsmen  aboard  ship. 

2.  The  Gann  Unit  should  not  replace  the  Unit  One  in  all  shipboard  situations. 

3.  The  Gann  Unit  should  not  be  used  where  inherently  buoyant  life  preservers  are 
required. 

4.  The  Gann  Unit  should  be  made  available  as  a modified,  white,  flight-deck  life 
preserver  cover  with  appropriate  red  crosses.  The  medical  supplies,  distress  marker,  life 
preserver  bladder,  and  life  preserver  inflation  device  should  be  purchased  separately.  A 
suggested  inventory  list  and  instructions  on  operating  the  inflation  device  should  be  included. 

5.  Some  modifications  should  be  made  on  the  original  flight-deck  life  preserver 
design:  increase  the  length  of  the  drawstring,  use  a material  less  absorbent  to  oil  and  dirt 
stains,  and  replace  the  front  snaps  or  add  ties. 
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INTRODUCTION 


PURPOSE 

The  purpose  of  Navy  Science  Assistance  Program  (NSAP)  Project  TH-1-78  was  to 
assess  the  potential  operational  effectiveness  and  operational  suitability  of  the  Gann  Medi-Pac 
Unit  for  various  classes  of  ships  and  its  readiness  for  full-scale  development. 


SCOPE 


This  report  is  a summary  of  the  operational  effectiveness  and  operational  suitability 
data  collected  from  1 1 ships  and  one  search  and  rescue  (SAR)  unit  during  a 3-month  test 
period  from  May  to  September  1978.  The  Gann  Unit’s  operational  effectiveness  was 
evaluated  as  a life  preserver  and  as  a medical  kit  in  all  situations  pertinent  to  ship  type.  Its 
operational  suitability  was  evaluated  in  specific  categories:  availability,  maintainability, 
reliability,  supportability,  compatibility,  human  engineering,  technical  documentation, 
personnel  training,  durability,  and  safety. 

Recommendations  are  made  on  the  use  and  development  of  the  Gann  Unit  based  on 
an  analysis  of  the  test  and  evaluation  data. 


BACKGROUND 

The  Gann  Medi-Pac  Unit  concept  was  developed  by  observing  the  special  problems 
of  moving  medical  supplies  through  the  restrictive  spaces  of  g ship.  HM2  Larry  Gann,  while 
assigned  to  the  Medical  Department  of  the  USS  CORAL  SEA  (CV  43),  recognized  the  need 
for  a better  organized  medical  kit.  While  working  on  the  flight  deck,  first  aid  corpsmen  are 
routinely  called  upon  to  function  in  a hazardous  environment.  These  working  conditions 
together  with  the  necessity  for  speed  in  assessment  and  treatment  of  injuries  highlighted 
definite  shortcomings  of  the  standard  “Unit  One”  medical  kit  currently  in  use. 

The  Gann  Unit  is  a modified,  standard,  white,  flight-deck,  vest  life  preserver  cover 
(FSN  4220-926-9472,  medium,  and  FSN  4220-926-9479,  large).  It  has  been  modified  by 
adding  pockets  to  carry  medical  supplies  of  the  Unit  One  kit  (see  figures  1 , 2,  and  3).  The 
configuration  and  suggested  medical  supplies  are  shown  in  appendix  A.  This  modified  vest 
still  retains  its  use  as  a life  preserver  with  either  carbon  dioxide  or  manual  inflation.  The  Gann 
Unit  modification  increases  the  weight  of  the  standard,  flight-deck  life  preserver  by  4 lb,  13  oz. 
The  standard  flight-deck  life  preserver  weighs  2 lb,  3 oz,  and  the  Gann  Unit  with  medical 
supplies  weighs  6 lb,  15  oz. 

The  advantages  of  the  Gann  Unit  include  the  following:  ( 1 ) corpsmen  are  able  to 
carry  more  items  that  are  readily  accessible;  (2)  the  unit  is  less  bulky  than  a Unit  One  and 
therefore  provides  more  mobility  to  the  corpsmen;  and  (3)  the  life  preserver  and  shipboard 
medical  kit  are  combined. 
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LROIAI399-4-78 

Figure  1.  Gann  Medi-Pac  Unit. 


LRO(A)396-4-78 

Figure  2.  Gann  Medi-Pac  Unit  medical  supplies:  front  view. 
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LRO(A)397-4-78 


Figure  3.  Gann  Medi-Pac  Unit  medical  supplies:  rear  view. 

C0MTH1RDFLT  provided  a full  description  of  this  concept  and  requested  that  its 
development  and  evaluation  be  funded  through  the  Navy  Science  Assistance  Program  (NSAP).' 
NSAP  Project  TH-l-78  was  established  to  develop  the  Gann  Unit,  and  it  was  requested  that 
the  Naval  Ocean  Systems  Center  (NOSC)  undertake  the  task.^  COMTHIRDFLT  assigned  1 1 
ships  of  various  classes  to  participate  in  the  evaluations. ^ NOSC  also  invited  a search-and- 
rescue  unit  to  participate  in  the  evaluation.  Table  1 lists  the  participating  organizations. 

NOSC  personnel  worked  with  HM2  Gann  to  produce  the  specifications  for  the  test 
units  (see  appendix  B).  Eighteen  Gann  Units  were  fabricated  from  these  specifications  by  a 
contractor.  A test-and-evaluation  plan,  which  included  a questionnaire  to  be  completed  by 
the  head  of  the  medical  department  and  evaluating  corpsmen  of  each  participating  ship,  was 

written.^ 

Test-and-evaluation  plans  and  Gann  Units  were  distributed  during  April  1978.  The 
questionnaires  were  completed  and  returned  to  COMTHIRDFLT  at  the  end  of  August  after 
a 3-month  test  period.  These  questionnaires  were  then  forwarded  to  NOSC  for  evaluation. 5 


1.  COMTHIRDFLT  hr  6700  ser  01T/1220  of  5 Oct  77. 

2.  NAVSURFWPNCEN  Silver  Springs  MD  151632Z  Dec  77. 

3.  COMTHIRDFLT  141946Z  Apr  78. 

4.  NOSC  TN-445,  Test  and  Evaluation  Plan  for  Gann  Medi-Pac  Unit:  NSAP  Project  TH-l-78,  by  R.  W. 
Kataoka,  UNCLASSIFIED,  17  May  1978. 

5.  COMTHIRDFLT  hr  6700  ser  01T/1 192  of  18  Sep  78. 
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Table  1.  Gann  Medi-Pac  Evaluators. 


Evaluators 

USS  ENTERPRISE 
USS  NEW  ORLEANS 
USS  LONG  BEACH 
USS  TRUXTUN 
USS  PYRO 
USS  MARS 
USS  ROANOKE 
USS  PLUNGER 
USS  BRONSTEIN 
USS  HULL 

USS  JOHN  PAUL  JONES 
SAR,  MCAS,  Beaufort  SC 


Number  of  Gann 
Ship  Class  Units  Evaluated 


CVN  2 

LPH  2 

CGN  2 

CGN  1 

AE  1 

AFS  1 

AOR  1 

SSN  1 

FF  1 

DD  1 

DDG  1 
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RESULTS 


OVERVIEW 

The  Gann  Units  were  enthusiastically  endorsed  by  the  evaluating  corpsmen  and 
medical  personnel  both  as  a valid  and  safe  concept  and  as  a well  designed  unit  (see  appendix 
E).  Five  evaluating  ships  recommended  a Gann  Unit  for  each  corpsman  on  board  their  class 
ship,  and  all  evaluators  unanimously  endorsed  the  unit  for  flight-deck  operations.  A majority 
would  also  use  the  units  in  other  situations  aboard  ship.  Only  the  medical  department  of  the 
USS  HULL  (DD)  did  not  recommend  the  Gann  Unit  for  their  class  ship,  although  medical 
personnel  on  the  USS  JOHN  PAUL  JONES  (DDG)  and  the  USS  BRONSTEIN  (FF),  similar 
size  ships,  did  recommend  the  units  for  their  ships. 

The  operational  effectiveness  and  operational  suitability  of  the  Gann  Unit  are  sum- 
marized from  tabulated  questionnaire  results  in  the  following  paragraphs.  An  estimate  of  the 
cost  to  implement  the  Gann  Unit  is  also  summarized.  The  results  of  the  questionnaires  are 
tabulated  in  appendices  C,  D,  and  E. 


OPERATIONAL  EFFECTIVENESS 

In  actual  operations,  the  Gann  Unit  proved  to  be  more  than  adequate  in  treating 
minor  injuries.  Tests  conducted  showed  that  the  life  preserver  functions  of  the  flight-deck 
life  preserver  were  not  compromised  by  the  modification  of  pockets  and  first-aid  supplies. 

The  unit  was  unanimously  endorsed  for  flight-deck  operations.  A majority  of  the 
evaluators  would  also  assign  or  did  assign  corpsmen  with  Gann  Units  to  general  quarters, 
fueling,  mass  casualty  drills,  and  man  overboard  situations.  A tabulated  summary  of  the 
questionnaire  data  on  operational  effectiveness  can  be  found  in  appendix  C. 


OPERATIONAL  SUITABILITY 

This  section  summarizes  the  operational  suitability  of  the  Gann  Unit  in  the  following 
categories:  availability,  maintainability,  reliability,  supportability,  compatibility,  human 
engineering,  technical  documentation,  personnel  training,  durability,  and  safety.  A tabulated 
summary  of  questionnaire  data  can  be  found  in  appendix  D. 

. Availability,  Maintainability,  and  Reliability  (Appendix  D,  Table  D1 ) 

The  Gann  Unit  was  used  both  as  a First-aid  kit  and  as  a life  preserver  during  the  test 
period  with  no  failures  or  problems  reported.  Since  the  Gann  Unit  modifies  the  standard, 
flight-deck  life  preserver  cover  only,  it  did  not  decrease  the  reliability  or  availability  of  the 


life  preserver  from  the  unmodified  version.  The  pockets  and  flaps  added  to  the  cover  may 
increase  maintenance.  However,  minor  tears  that  may  occur  are  easily  repaired  and  should 
not  affect  the  unit  functioning  as  either  a first-aid  kit  or  life  preserver. 


Supportability  (Appendix  D,  Table  D2) 

Medical  supplies  routinely  stocked  by  the  ship  to  support  the  present  Unit  Ones 
provide  the  majority  of  items  suggested  for  the  Gann  Unit.  The  medical  departments  unani- 
mously supported  including  distress  light  markers,  which  are  not  included  in  Unit  Ones, 
although  they  are  relatively  expensive  at  $25.00  each  with  batteries. 

The  Gann  Unit  concept  should  be  implemented  as  a modified  flight-deck  life  preserver 
cover  with  a suggested  inventory.  The  stocking  and  arrangement  of  the  contents  should  be 
left  to  the  individual  medical  departments.  The  specific  contents  and  arrangement  may 
depend  on  the  training  of  the  corpsmen  and  the  situation  for  which  the  units  are  assigned. 


Compatibility  (Appendix  D,  Table  D3) 

Corpsmen  wearing  Gann  Units  found  passages,  ladders,  and  most  hatches  accessible. 
It  was  reported,  however,  that  corpsmen  more  than  6 ft  tall  or  weighing  more  than  200  lb 
had  difficulty  with  1 8-in-diameter  hatches. 

There  were  no  stowage  problems  with  the  Gann  Unit. 

Corpsmen  wearing  cold  weather  gear  and  buoyancy-filled  life  preservers,  where 
required,  are  the  only  situations  in  which  the  Gann  Units  may  not  be  compatible  with  other 
clothing  or  equipment  used  by  the  corpsmen. 


Human  Engineering  (Appendix  D,  Table  D4) 

No  problems  were  encountered  with  the  accessibility  of  the  medical  supplies. 

Mobility  was  not  hampered  by  the  Gann  Unit  except  as  noted  above. 

All  pockets  were  found  adequate  to  hold  the  recommended  supplies  except  the 
suggested  flashlight.  The  flashlight  extended  outside  the  pocket  and  became  caught  on 
scuttles.  A smaller  flashlight  is  recommended  to  eliminate  this  problem. 

The  Gann  Unit  is  comfortable  to  wear  for  short  periods  of  time.  However,  when 
the  unit  was  worn  for  a prolonged  period  of  time,  some  complaints  about  the  weight  on  the 
shoulders  were  reported.  The  weight  of  the  units  could  be  reduced  by  eliminating  some  of 
the  redundant  supplies. 


Technical  Documentation  and  Training  (Appendix  D,  Table  D5) 

Tne  Gann  Unit  will  require  an  inventory  list  of  supplies. 

The  training  required  to  implement  the  Gann  Unit  is  minimal.  Corpsmen  will 
require  training  in  the  operation  of  the  life  preserver’s  manual  and  carbon  dioxide  inflation 


device.  They  will  also  require  familiarization  with  the  location  of  medical  supplies  in 
the  unit. 


! 


i 
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Durability  (Appendix  D,  Table  D6) 

No  damage  was  reported  to  any  Gann  Unit  because  of  use  or  washing  during  the 
test  period.  The  units  were  required  to  be  washed  at  least  three  times  during  the  evaluation. 

The  David  Taylor  Naval  Ship  Research  and  Development  Center,  designers  of  the 
flight-deck  life  preserver,  are  planning  to  increase  the  weight  of  the  material  used  to  fabricate 
the  life  preserver  covers.  This  modification  will  improve  the  durability  of  the  cover. 

The  USS  NEW  ORELANS,  contacted  on  15  December  1978,  reported  that  the  Gann 
Units  have  been  used  every  day  since  they  were  received  8 months  ago.  Other  than  becoming 
dirty,  no  tears  or  other  damage  has  occurred.  The  life  cycle  for  the  Gann  Units  is  estimated 
to  be  at  least  1 lA  years. 


Safety  (Appendix  D,  Table  D7) 

Four  potential  hazards  were  cited  by  the  evaluators: 

• The  drawstring  on  the  carbon  dioxide  inflation  device  was  hidden.  This  problem 
is  associated  with  the  original  flight-deck  life  preserver  design.  A possible  solution  is  to  make 
the  drawstring  longer. 

• Adjusting  straps  on  the  back  of  the  unit  can  get  caught  in  small  openings.  The 
adjusting  straps  can  be  eliminated  without  reducing  the  effectiveness  of  the  unit. 

• The  suggested  flashlight  (6230-223-4547)  extended  outside  the  pocket  and  became 
caught  on  the  edges  of  scuttles.  This  flashlight  will  be  replaced  with  a smaller  one  that  does 
not  extend  outside  the  pocket. 

• Attached  to  a Gann  Unit  test-and-evaluation  questionnaire  was  a memorandum 
from  the  weapons  officer  of  the  USS  JOHN  PAUL  JONES.  This  memorandum  pointed  out 
that  according  to  NWP-14,  Replenishment  at  Sea,  lifejackets  worn  by  personnel  in  replenish- 
ment at-sea  situations  should  be  inherently  buoyant  (see  appendix  F):  the  hazard  being  that 
a man  could  be  knocked  unconscious  by  a parting  line  or  a piece  of  gear  and  swept  overboard 
Another  stated  hazardous  situation  was  that  a corpsman  must  ride  a lifeboat  as  it  is  being 
lowered  into  heavy  seas  and  pitched  about  or  the  possibility  of  davit  wires  parting.  The  Gann 
Unit  is  not  an  inherently  buoyant  life  preserver  and,  therefore,  should  not  be  used  when  such 
life  preservers  are  required. 


COST  IMPACT  (APPENDIX  G) 

The  estimated  number  of  Gann  Units  required  for  fleet  use  is  from  834  to  1356  (see 
table  G 1 ).  These  estimates  were  determined  by  assuming  a high  and  low  number  of  Gann 
Units  for  each  class  of  ship,  based  in  part  on  the  evaluators’  responses. 
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Two  cost  estimates  were  calculated.  The  cost  of  implementing  the  unit  on  ships  that 
do  not  already  have  flight-deck  life  preservers  is  approximately  $93.00.  The  cost  for  ships 
with  flight-deck  life  preservers  is  $61.00.  These  estimates  include  the  Gann-modified,  flight- 
deck  life  preserver,  a bladder  and  inflation  device,  a distress  light  marker  and  battery,  and 
air  splints.  Miscellaneous  medical  supplies  are  not  included  in  these  estimates  because  they 
can  be  taken  from  the  Unit  Ones  being  replaced. 

The  high  estimated  number  of  Gann  Units  (1356)  would  cost: 

Gann  Units  per  ship  with  flight-deck 

operations  (CVN,  CV,  LPH,  LHA)  324  X $6 1 .00  = $ 1 9,764.00 

Gann  Units  per  ship  without  flight- 

deck  operations  1,032  X $93.00=  $95,976.00 

TOTAL $115,740.00 

The  lower  estimated  number  of  Gann  Units  (834)  would  cost: 

Gann  Units  per  ship  with  flight-deck 

operations  (CVN,  CV,  LPH,  LHA)  1 62  X $6 1 .00  = $9,882.00 

Gann  Units  per  ship  without  flight- 

deck  operations  672  X $93.00  = $62,496.00 

TOTAL $72,378.00 

RECOMMENDATIONS 

The  Gann  Medi-Pac  Unit  is  strongly  recommended  for  use  during  flight-deck  opera- 
tions by  corpsmen  aboard  ship. 

The  Gann  Unit  should  not  replace  the  Unit  One  in  all  shipboard  situations.  It  should 
be  assigned  as  determined  by  each  medical  department. 

The  Gann  Unit  should  not  be  used  where  inherently  buoyant  life  preservers  are 
required,  for  example,  as  specified  in  NWP-14,  Replenishment  at  Sea.  (See  appendix  F.) 

The  Gann  Medi-Pac  Unit  should  be  made  available  as  a modified,  white,  flight-deck 
life  preserver  cover  with  appropriate  red  crosses.  Medical  supplies,  distress  marker,  life 
preserver  bladder,  and  life  preserver  inflation  device  should  be  purchased  separately.  This 
will  allow  the  individual  medical  departments  to  configure  the  Gann  Units  for  their  needs. 

A suggested  inventory  list  and  instructions  on  operating  the  inflation  device  should  be 
included  with  each  Gann  Unit. 

The  following  recommendations  concern  modifications  to  the  original  flight-deck 
life  preserver  design: 

• The  length  of  the  drawstring  on  the  inflation  device  should  be  increased  to  make 
it  easier  to  locate. 

• A material  less  absorbent  to  oil  and  dirt  stains  should  be  used  to  fabricate  the 
flight-deck  life  preserver  cover. 


• Front  snaps  should  be  replaced  or  ties  added.  It  was  reported  that  the  front  snaps 
did  not  hold  when  tests  were  conducted  with  a 12-ft  drop  into  the  water  with  the  Gann  Unit. 


APPENDIX  A.  GANN  MEDI-PAC  UNIT  CONFIGURATION  AND  CONTENTS 

The  suggested  configuration  and  contents  of  the  Gann  Medi-Pac  Unit  are  included 
in  this  appendix  (table  A1  and  figure  Al). 


Table  Al.  Suggested  Gann  Medi-Pac  Unit  Contents. 


Item Quantity 

Dressings  and  Bandages 

Ace  wrap,  4 in  (65 1 0-200-2400)  1 

Bandage,  muslin,  compressed,  37  X 37  X 52  in  (6510-201-1755)  3 

Dressing,  field,  4 X 7 in  (65 10-1 59-4883)  6 

Dressing,  field,  7V4  X 8 in  (65 10-201-7430)  2 

Head  dressing  (65 10-201-7680)  3 

Bandage,  gauze,  elastic,  2 in  X 5 yd  (6510-913-7906)  6 


Adhesive  Tapes 

Adhesive  tape,  1 in,  roll  (6510-526-0162)  2 

Solutions  and  Medications 

Ammonia  inhalant  (6505-106-0875)  1C 

Splints 

Ready,  air  splint,  arm  (65 1 5-935-6592)  1 

Ready,  air  splint,  leg  (65 1 5-935-6593)  1 

Miscellaneous 

Airway,  Guedet  type  (65 1 5-300-2900)  1 

Tourniquet  (65 1 5-383-05 65)  1 

Scissors,  bandage,  angular,  7-V4  in  (6515-363-8840)  1 

Flashlight  (6230-125-5528)  1 

Lightmarker,  distress  (6230-067-5209)  1 


flashlight  (1) 


gauze,  2 in  X 5 yd  (3) 


tourniquet  (1) 


airway  (1) 


• 

dressing,  7-V4  X 8 in  (1) 

s 

dressing,  7-V4  X 8 in  (1) 

\ 

ammonia  inhalants  (10)  ^ 

V 

Figure  Al.  Gann  Medi-Pac  Unit  medical  supply  locations,  front  side  (quantity  indicated  in  parentheses) 


p p 


air  splint,  arm  (1) 


air  splint,  leg  (1) 


Figure  A2.  Gann  Medi-Pac  Unit  medical  supply  locations,  back  side  (quantity  indicated  in  parentheses). 
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APPENDIX  B.  GANN  MEDI-PAC  SPECIFICATIONS 


This  appendix  includes  the  specification  for  the  Gann  Unit  used  in  the  test  and 
evaluation.  No  changes  in  pocket  locations  or  sizes  were  reported. 


A.  Pockets  and  pocket  flaps;  sizes  shown  in  figures  B1  through  B7.  All  dimensions  shown  indicate 
the  finished  pocket  size  required.  All  seams  shall  be  finished  leaving  no  rough  edges.  Pocket  flaps  and  top 
comers  of  pockets  (sewn  to  life  preserver)  shall  be  double-stitched. 

NOTE:  (1)  One  type  A pocket  will  require  an  eyelet  for  securing  a flashlight  lanyard.  See 
figure  B4. 

(2)  Both  type  E pockets  will  require  a nylon  strap  for  opening  the  pocket.  See  figure  B7. 

B.  Pockets  and  pocket  flaps  are  to  be  sewn  to  the  outer  front  panel  in  the  locations  shown  in  figure 
B2.  Pockets  on  back  panel  locations  are  shown  in  figure  B3. 

NOTE:  (1)  One  type  A pocket  is  sewn  to  the  padded  cover  of  the  CO2  inflation  device  and  not 
to  the  front  panel.  See  figure  B2. 

(2)  One  type  D pocket  will  be  provided  to  contractor  and  sewn  in  place  as  shown  in 
figure  B2. 

C.  A red  cross  outlined  in  black  shall  be  located  on  the  back  panel,  as  shown  in  figure  B3. 


D.  Pockets  and  flaps  should  be  of  similar  material  and  color  to  that  of  the  life  preserver  cover. 
Velcro  should  be  1 or  2 in  wide,  olive  drab  or  black. 

Strap(s)  should  be  nylon,  1 in  wide,  olive  drab  or  black. 


manual  inflation 
tube  holder 


existing  holder 
for  manual  inflation 


♦Pocket  Type  D will  be  furnished  to  contractor 


panel  pocket  locations. 


of  pocket 


POCKET  ASSEMBLY 


Velcro  to  mate 


POCKET  ASSEMBLY 


Figure  B7.  Pocket  detail,  type  E. 


APPENDIX  C.  SUMMARY  OF  QUESTIONNAIRE  DATA 
ON  OPERATIONAL  EFFECTIVENESS 


I 


Included  in  this  appendix  are  the  tabulated  results  of  questions  on  the  operational 
effectiveness  of  the  Gann  Medi-Pac  Unit.  The  questions  asked  in  the  questionnaire  are 
stated  at  the  top  of  each  table.  The  operational  effectiveness  of  the  unit  in  shipboard  situa- 
tions as  a life  preserver  and  as  a trauma  kit  is  documented. 


] 
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Part  D.  Unit  Ones  in  peacetime  versus  combat. 


lis  question  was  misinterpreted;  it  is  estimate! 


SAR,  MCAS  Beaufort  SC 


Table  C3.  Operational  Effectiveness  as  a Life  Preserver. 


APPENDIX  D.  SUMMARY  OF  QUESTIONNAIRE  DATA 
ON  THE  OPERATIONAL  SUITABILITY 


Included  in  this  appendix  are  the  tabulated  results  of  questions  on  the  operational 
suitability  of  the  Gann  Medi-Pac  Unit.  The  questions  are  stated  at  the  top  of  each  table. 
The  operational  suitability  evaluation  includes  availability,  maintainability,  reliability,  sup- 
portability,  compatibility,  human  engineering,  technical  documentation,  durability,  and 
safety. 


Table  Dl.  Operational  Suitability:  Availability,  Maintainability,  and  Reliability. 


Table  D2.  Operational  Suitability : Supportability. 


Table  D3.  Operational  Suitability:  Compatibility. 


SAR,  MCAS  Beaufort  SC  Yes  Yes 


Part  B.  Clothing,  equipment,  and  recognition. 


Table  D4.  Operational  Suitability:  Human  Engineering. 


Part  B.  Comfort  and  configuration. 


Table  D5.  Operational  Suitability:  Technical  Documentation  and  Training. 


Table  D6.  Operational  Suitability:  Durability. 


Table  D7.  Operational  Suitability:  Safety. 


where  the  corpsman  must  nde  a hfeboat  as  it  is  being  lowerei 
in  which  a davit  wire  parts. 


Table  D7.  Continued. 


APPENDIX  E.  SUMMARY  OF  QUESTIONNAIRE  DATA  ON  OVERVIEW 


General  comments,  numbers  of  medical  personnel  per  ship,  estimated  usage  of  Gann 
Unit,  and  the  number  of  Gann  Units  recommended  for  each  class  of  ship  evaluated  are  docu- 
mented in  this  appendix. 
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Table  El.  Overview:  General  Comments. 


USS  BRONSTEIN,  FF-1037  “Personal  Opinion:  The  Gann  Unit  should  replace  the  Unit  One  throughout  the  Navy.  It  is  much  easier  to 

quickly  locate  P/A  supplies  and  is  a much  more  comfortable  unit.  With  modifications  in  its  construction  and 
color,  it  should  be  tested  in  field  use.” 

USS  HULL,  DD-945  No  comment. 


Table  El.  Continued. 


E2.  Overview,  Medical  Personnel. 


Table  E4.  Recommended  Gann  Units  per  Ship  Class. 
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APPENDIX  F.  NAVAL  WARFARE  PUBLICATION  (NWP)  14, 
REPLENISHMENT  AT  SEA 

This  appendix  includes  sections  of  NWP- 14  which  pertain  to  personnel  safety. 


NAVAL  WARFARE  PUBLICATION  14,  REPLENISHMENT  AT  SEA 

CHAPTER  2:  COMMON  PROCEDURES  AND  EQUIPMENT 
FOR  UNDERWAY  REPLENISHMENT 

2.9  Safety  Requirements 

A primary  consideration  in  every  shipboard  evolution  is  the  safety  precautions  and 
safety  equipment  used. 


4.  Except  for  fork  truck  operators,  topside  personnel  who  are  engaged  in  handling  stores 
or  lines  or  who  are  in  the  transfer  area  shall  wear  orange  colored,  inherently  buoyant,  vest 
type  life  jackets,  properly  secured.  Fork  truck  operators  will  wear  inflatable  life  jackets. 


23.  Personnel  in  the  immediate  area  of  the  transfer  station/landing  area  shall  wear  con- 
struction type  (safety)  helmets.  These  helmets  are  to  be  equipped  with  quick-acting  break- 
away devices,  and  chin  straps  shall  be  fastened  and  worn  under  the  chin.  Safety  helmets  will 
be  color  coded  as  follows: 

WHITE 
YELLOW 
GREEN 
BROWN 
PURPLE 
RED 

WHITE  (with  red  cross) 

BLUE 
ORANGE 
GREY 
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Officers/CPOs  and  supervisors 
Rig  captain 

Signalmen/phone  talkers 
Winch  operators 
Repair  personnel 

Line-throwing  gunners  (or  bolo  heavers) 
Corpsman 

Deck  riggers/line  handlers 
Checkers/supply  personnel 
All  others 


APPENDIX  G.  COST  IMPACT 


I 


This  appendix  includes  an  estimate  of  the  number  of  Gann  Units  required  for  fleet 
use  and  the  cost  estimates  of  implementing  Gann  Units  on  ships  with  and  without  flight-deck 
operations.  Assumptions  are  detailed  in  each  section. 


ESTIMATED  NUMBER  OF  GANN  UNITS  FOR  FLEET  USE 


It  was  difficult  to  determine  an  estimated  number  of  Gann  Units  per  class  of  ship 
from  the  questionnaire  results.  Some  medical  departments  suggested  providing  at  least  one 
Gann  Unit  per  corpsman,  while  others  suggested  much  lower  numbers.  The  following  assump- 
tions were  used  in  attempting  to  estimate  the  number  of  units  required  for  fleet  use: 

1.  Ships  with  flight  deck  operations  (CVN,  CV,  LPH,  and  LHA  classes)  would 
request  six  to  twelve  Gann  Units. 

2.  Cruiser  class  (CGN  and  CG)  would  request  a minimum  of  four  to  six  Gann  Units. 

3.  Escort  classes  (DDG,  FF,  and  DD)  would  request  one  to  two  Gann  Units. 

4.  Amphibious  warfare  classes  (except  LHA  and  LPH)  would  request  one  to  three 
Gann  Units. 

5.  All  other  categories  would  request  one  Gann  Unit. 


ESTIMATED  COST  OF  IMPLEMENTING  GANN  UNIT  TO  SHIPS  WITHOUT  FLIGHT- 
DECK  LIFE  PRESERVERS 


Gann  Unit  (Modified  Flight-Deck  Life  Preserver  Cover) 

The  present  price  of  a flight-deck  life  preserver  cover  is  $12.73  for  a large  size  and 
$15.29  for  a medium  size.  The  average  price  is  $14.01  each.  Personnel  at  the  David  Taylor 
Naval  Ship  Research  and  Development  Command  (NSRDC)  roughly  estimate  Gann  Unit 
modifications  will  double  the  cost  of  the  life  preserver  cover.  NSRDC  designed  the  presently 
used  flight  deck  life  preservers. 

Gann  Unit  Cost  2 X $14.01  = $28.02 


Nonmedical  Supplies  Required 


Life  preserver  bladders  $22.36 

Life  preserver  inflation  device  $10.00 

Distress  light  marker  $22.56 

Batteries  $ 2.50 

Total  $57.42 

Medical  Supplies  Required 

Air  splint,  arm  $ 3.8 1 

Air  splint,  leg  $ 3.61 

Total  $ 7.42 


Note:  It  is  assumed  that  Unit  One  medical  supplies  will  stock  Gann  Unit  except  for 
air  splints. 
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Total  Cost 


Gann  Unit  $28.02 

Nonmedical  supplies  $57.42 

Medical  supplies  $ 7.42 

Total  $92.86 


ESTIMATED  COST  OF  IMPLEMENTING  GANN  UNIT  TO  SHIPS  WITH  FLIGHT-DECK 
OPERATIONS 


Gann  Unit  (Modified  Flight-Deck  Life  Preserver  Cover) 

2 X $14.01  (average  cost)  = $28.02 

I 

Nonmedical  Supplies  Required 


Table  Gl.  Estimated  Number  of  Gann  Units  for  Fleet  Use. 
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Category  and  Type  of  Ship 

Strategic  Missile  Submarines 

SSBN,  ballistic  missile  submarines 

Submarines 

SSN,  submarines  (nuclear) 

SS,  attack  submarines  (diesel) 

Aircraft  Carriers 

CVN,  aircraft  carriers  (nuclear) 

CV,  aircraft  carriers 

Cruisers 

CGN,  guided  missile  cruisers  (nuclear) 
CG,  guided  missile  cruisers 

Destroyers 

DDG,  guided  missile  destroyers 

DD,  destroyers 

Frigates 

FFG,  guided  missile  frigates 

FF,  frigates 

Amphibious  Warfare  Forces 

LCC,  amphibious  command  ships 

LHA,  amphibious  assault  ships  (GP) 

LPH,  amphibious  assault  ships 

LKA,  amphibious  cargo  ships 

LPA,  amphibious  transports 

^ 55 


LPD,  amphibious  transport  docks  14  - 14  3/1  42/14 

LSD,  landing  ships  dock  13  - 13  3/1  39/13 

LST,  landing  ships  tank  20  - 20  3/1  60/20 


Tabled.  Continued. 
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